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Data Set Description: 
PI: Osamu Uchino, W. Andrew Matthews 
Instrument: Lidar 
Site(s): NIWA Lauder, New Zealand 
Measurement Quantities:  Aerosol Backscatter 
 
Contact Information: 
Name: Tomohiro Nagai 
Address: Meteorological Research Institute 
 1-1, Nagamine, Tsukuba, Ibaraki 305, Japan 
Phone: +81-298-53-8582 
FAX: +81-298-56-0644 
Email: tnagai@mri-jma.go.jp 
 
Name: Ben Liley 
Address:  National Institute of Water and Atmospheric Research Ltd 
 NIWA-Lauder 
 Private Bag 50061, Omakau 
 Central Otago, New Zealand 
Phone: +64-3-447-3411 x827 
FAX: +64-3-447-3348 
Email: b.liley@niwa.cri.nz 
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Instrument Description: 
Location: 

National Institute of Water and Atmospheric Research 
Lauder, Central Otago, New Zealand 
45.03 S, 169.68 E, elevation 370 msl; 

 
Transmitter: 

Continuum Surelite Nd:YAG laser; 532 nm, 150 mJ, 10 Hz 
 
Receiver: 

25.4 cm diameter Schmidt Cassegrain Telescope  
bandwidth 3 nm 

 
Detectors: 

Hamamatsu R1332 photon counting PMT 
depolarization capable 

 
Signal and data processing: 

1-channel photon counter (100 MHz, 16 Kbins, 16 bit). 
 
Algorithm Description: 
The calculation is a single pass calculation (Fernald et al, 1972) which uses a Rayleigh normalization at 
reference altitude of around 30 km to 35 km. The atmospheric density comes from Invercargil 
radiosonde and US standard atmosphere. 
 
Algorith intercomparison: see Steinbrecht et al. 
 
Expected Precision/Accuracy of Instrument: 
 
Accuracy: 
 
Instrument History: 
The instrument built in November 1992.  


